Abstract-Five so lid-ankle e xperimental p rosthetic fee t we re used in this double-blind randomized crossover study to determine the effects of forefoot flexib ility on gait of 1 4 unilateral transtibial prosthesis users. Flexibility in experimental feet was altered by changing the number of flexural hinges in their forefoot sections. W hen experimental prosthetic foo t c onditions were compa red, measured prosth etic an kle do rsiflexion rang e of motion increased as much as 3.3° with increasing flexibility (p < 0. 001) and th e fo ot's anterior m oment ar m (m easured as the effective foot length ratio) increased as much as 23% of the foot length with decreasing flexibility (p < 0.001). Subjects also showed incre ases in the dif ference between sound and prosthetic ankle moments as high as 0.53 Nm/kg in late stance phase of walking as flexibility decreased (p < 0.001). The dif ference between first peaks of the vertical ground reaction forces on the sound and prosthetic sides increas ed as much as 9% of body weight when subjects used the foot with th e greatest flexibility (p = 0.001). The results of t his study suggest solid-ankle prosthetic fo ot designs wi th ov erly flexible fo refoot sections can cause a "drop-of f" ef fect in late stance phase and during the transition of loading between prosthetic and contralateral limbs.
INTRODUCTION
Although a large number of prosthetic foot types are commercially a vailable, c linically useful objec tive evidence to guide their pre scription is sca rce [1] [2] [3] . A t the same time, the field of prosthetics is changing rapidly . Many new devices are intro duced each year an d many leave the mar ket, making it is difficult for clinicians to choose the best pos sible co mponents for their pati ents with amputations. This problem is certainly true of prosthetic ankle-foot systems. The rapid change in the available foot types supports the need fo r an im proved c ore understanding o f prosthetic fo ot p roperties an d th eir effects on user function.
Earlier studies have attempt ed to determine dif ferences between groups of commercially available prosthetic feet to aid in unders tanding and prescribing these systems [4] . However, the feet in these groups normally have many mechanical differences, which makes linking a functional dif ference to a specific prosthetic foot feature difficult. Also, many of the feet that have been tested in the past are no longer commercially available or have been altered by th eir manufacturers t hrough p eriodic design changes. A more controlled approach is needed to broaden ou r core un derstanding o f pro sthetic foo t features and their effects on function of the prosthesis user.
Prosthetic f eet h ave many features, in cluding ener gy storage and return, hysteresis, effective foot length (anterior moment arm), and general stif fness properties. Many of these properties are not independent-e.g., stiffness and hysteresis relate to the amount of energy storage and return possible with the foot. This interdependence of mechanical properties causes difficulty in understanding which properties lead to specific gait deviations when they occur. Controlled studies that attempt to change only one feature at a time are needed to help build a co re kno wledge of th ese features and their effects on amputee gait.
One area in w hich a more controlled a pproach to research is needed is in the study of prosthetic ankle-foot flexibility and its effects on gait. Previous studies have reported decreased sound-limb loading in unilateral transtibial prosthesis users when they used the Flex-Foot, a Jshaped prosthetic foot with flexibility along it s length from the socket to the end of the foot (Össur; Reykjavik, Iceland). Thes e studies also mea sured an increa sed "ankle" ran ge of motio n (ROM ) on the prosthetic side when s ubjects u sed th e F lex-Foot [5 -7] . O ne m ay p resume causality between these findings and conclude that prosthetic ankle-foot systems of fering more flexibility will reduce sound-limb loading. However, this idea may be problematic i f taken t o extremes. For example, prosthetic feet that have extreme levels of forefoot flexibility may not allow adequate forward progression of the center of p ressure of the g round reactio n force (GRF) d uring late stance on the prosthe tic side , thus de creasing the prosthetic foot's effective foot length . A p erson u sing a prosthetic foot with a shor t ef fective foot length may experience a reduced an kle moment on the prosth etic side and a "drop-off" effect during load transfer from the prosthesis to th e sou nd limb. Possible consequ ences of the drop-of f effect include shorter step lengths on the sound side, inc reased vertica l GRFs (VGR Fs) on the sound limb during initial stan ce phase, and decreased VGRFs on the pro sthetic limb du ring th e en d of stan ce phase. Hansen et al. altered the effective keel length of an experimental prosthetic foo t an d ob served a d rop-off effect when subjec ts used prosthetic fee t with smaller effective foot lengths, including increased loading on the sound side [8] . Prosthetic feet that are overly flexible likely will not allow forward progression of the GRF under the foot, yielding similar results as found when the keel structure is shortened (Figure 1) .
The purpose of this study was to investigate the effects of forefoot flexibility on gait of unilateral transtibial prosthesis users using an e xperimental solid-ankle foot in which the forefoot flexibility feature could be easily altered withou t chan ging other p roperties of th e feet. We hypothesized that-1. Measured "ankle" flexion on the prosthetic side would increase with increasing forefoot flexibility. 2. Effective foot-length ratios (EFLRs-defined by Hansen et al. as the distance from the heel of the foot to the center of pressu re locatio n in foot coordinates at oppo site heel contact, divided by the overall length of the foot [9] )
Hypothesized differences between prosthetic feet with different levels of flexibility at time of opposite initial contact: (a) prosthetic foot that allows long forward progression of groun d reaction for ce (GRF) and (b) highly flexible prosthetic foot with limited forward progression of GRF. Effective foot length (EFL) of foot A is larger than that of foot B. "Ankle" flexion ( ) range of motion for foot B is larger than for foot A. "Drop-off" in GRF is expected on overly flexible feet (such as foot B), leading to increased initial load ing on sound lim b and potentially reduced sound limb step length.
on the prosthet ic side woul d dec rease w ith incre asing forefoot flexibility. 3. Late-stance ankle mome nts on the prosthe tic side would decrease with increasing forefoot flexibility. 4. Prosthetic feet with ex cessive forefoot flexibility would lead to increased sound-limb loading, due to a "drop-off" effect.
The results of this study should add to the core knowledge reg arding pro sthetic fo ot features and th eir effects on gait, making them directly relevant to prosthesis design and prescription.
METHODS

Data Collection
Subjects with unilateral tr anstibial amputation were recruited to participate in this dou ble-blind randomized crossover trial. Subjects wh o had participated in prior experiments in our laboratory and who had indicated willingness to be contacted for future research wer e contacted. Additionally, approved fliers were posted in local hospitals and were distributed to a number of local clinicians for distribution to their clients who might be interested in the res earch project. All s ubjects who we re interested in the study comp leted an informed consent process an d signed the ap proved consent form. Recruitment criteria includ ed having a minimum o f 1 year o f experience walking on a defi nitive prosthesis, having the ability to walk without the use of assistive devices such as canes or walkers, and being between 18 and 80 years old.
After consent was obtained duri ng the fi rst visit, the height, weight, and foot length of each subject were measured and recorded. Next, five versions of the Shape&Roll prosthetic foot we re fabric ated according to the procedures described by Sam et al. [10] . Each version was cut and san ded to fit in side a commercially a vailable foot shell that corresponded to the user's intact foot size. All five prosthetic feet were identical except for their forefoot flexibilities (labeled F1 to F5, with F1 being most flexible and F5 being least flexible). A band saw was used to make a different number of cuts in the fore foot of each of the five feet corresponding to different flexibilities. The number and placement of the cuts were determined by a MAT-LAB (Mathwo rks In c; Natick, Massa chusetts) pro gram that estimated different amounts of forefoot bending in an attempt to a chieve dif ferent overall amounts of forefoot flexion, within the range of flexibilities found in commercially availa ble prosthetic feet [11] . In particular , the F3 prosthetic foot was de signed to co nform to a roll-o ver shape matching the n ondisabled an kle-foot system in walking [12] . Post hoc testing of size 24 cm experimental feet in a materials testing machine (MTS; Eden Prairie, Minnesota) at a loading an gle of 20° on the forefoot yielded 28 mm deflection at 1,000 N for the F1 foot and 18 mm deflection at 1,000 N for the F5 foot. After the five feet had been fabricated, they were ready to be aligned for each subject during the second visit (Figure 2) .
A qualified prosth etist performed static and dynamic alignments of the pros theses for each s ubject's usual socket. The same prosthetist aligned all the feet for eac h subject. The subject's usual prosthesis was disconnected at the socket/pylon pyramid attachment in a manner that preserved the alignment of the usual prosthesis. The prosthetist p reserved the align ment of each prosthetic foot by backing off two adjacent nonprotruding attachment screws at the socket pyramid attachment. The order in which the five experimental prosthetic feet (F1, F2, F3 , F4, and F5) were aligned was assigned rando mly with the use of dice. Subjects wore their own shoes with each prosthetic foot condition, and the same shoes were also used during gait analyses.
The hardware used to connect the prosthetic feet to the sockets included an Otto Bock 2R57 (Otto Bock HealthCare; Minneapolis, Minnesota) pylon with a 4R88 sliding adapter at th e s ocket atta chment poin t an d a pyra mid adapter at the distal end. The same foot shell was used for each of the five experimental feet. Also, a sock was used between the prosthetic foot core and the foot shell for minimizing movement between the fo ot shell and the core, and blinding the prosthetist and subject to the different foot designs. Once alignment was completed, subjects walked a total of five laps around a series of hallways in the laboratory (a total distance of approximately 435 m) to familiarize themselves with each foot. All walking was done on a level tile surface. If the subject or prosthetist felt additional changes in alignment were needed after the five laps, the prosthetist made adjustments accordingly.
After the alignment process, each subject returned to the laboratory for a quantitative gait analysis. During this third visit, subjects walked with each of the five experimental feet with their usual prosthetic socket. For all subjects, the s ame study personnel placed the refle ctive markers according to a modified Helen Hayes marker set [13] . Th is mark er set was u sed fo r th e torso and sound limb. Because a pros thesis was used, the prosthetic side marker placement (Figure 3 ) was modified.
First, a marker was placed laterally on the socket at a position that estimated the knee ce nter of rotation. A second marker was placed on the di stal-lateral aspect of the socket. A th ird m arker was placed on the distal-anterior aspect of the socket. On all prosthetic feet, one marker was placed posteriorly on the heel and anothe r "toe marker" on the dorsal aspect of the forefoot, immediately proximal to the usual locat ion of the metatarsophalangeal joint. Heel and toe markers were placed on the shoe, not the foot itself. Three marke rs were placed on an a nkle plate that was secured b etween the foo t and p ylon, projected laterally from the prosthesis, and was parallel to the attachment surface of the foot. Markers we re placed on the lateral, anterior, and posterior sides of the plate. The lateral marker on the plate served as the "ankle" marker for the prosthesis, because this position was easily standardized be tween the different foot conditions. For static trials, additional medial markers were placed on the socket at a position that e stimated the medial knee center of rotation and at a loc ation medial to the lat eral ankle marker on the prosthet ic si de (Figure 3) .
Once a ll the m arkers were plac ed on the subject and the prosthesis, a static trial was conducted with medial knee and ankle markers attached that estimated joint centers for the sound side and for the knee joint on the prosthetic side. After the static trial, the medial markers were removed and the subject walked at a nor mal self-selected speed along a 10 m walkway . Eight Eagle Digital Real-T ime motion analysis ca meras (Motion An alysis Corpo ration; Sa nta Rosa, California) rec orded move ments of the re flective markers at 120 Hz, and si x force plates (Advanced Mechanical Technology, Inc; Watertown, Massachusetts) embedded in the floor measured GRFs at 960 Hz as the subject walked. Force plat e data were l ater resampl ed i n software at 120 Hz to synchronize the data with marker trajectory data. Trials were collected until subjects produced four "clea n" force plate hits on ea ch s ide. A clean force plate hit was one in which the foot landed on a force plate without cro ssing th e p late's boundaries and without the other foot touching that particular force plate during the trial.
After this process was completed with the first experimental prosthetic foot, th e prosthesis was dof fed and the same prot ocol rep eated for each of the four remainin g experimental feet. The order in which the feet were used was determined by random selection (with dice) and was potentially different than the order used in the alignment process. S tatic data collect ion and walking trials wer e repeated for each of the foot conditions. 
Data Processing and Analysis
Three-dimensional motion data were processed in EVa RealTime Version 5. 0 (Motion Analy sis Corporation). Small gaps of missing data po ints were joined with c ubic spline interpolation techniques. Curves were smoothed with a second-order bidirect ional filter with an effective cutoff frequency of 6 Hz [14 ] . These data were then processed in Orthotrak Version 6.5 .2 (Motio n Analy sis Corporation). This software calculated gait events and joint moments, powers, and angles. MATLAB and Microsoft Excel (Microso ft Corp oration; Redmo nd, Washington) were then used to plot data.
The following variables, representing a dif ference between the prosthetic and sound sides, were analyzed in this study:
• Step length difference:
where SLD = step length difference and SL = step length.
• First peak of the VGRF difference:
where 1st peak = first peak.
• Peak ankle moment difference:
where AMD = ankle moment difference and AM = ankle moment.
We analyzed the differences of these variables as opposed to the ac tual values to compare symmetry. The step length differences were determined as the average of prosthetic side step length for each trial minus the average of sound side step lengths for the trial. The overall difference for step length for each subject was then determined as the average of thes e dif ferences across trials. We found force and moment differences by first calculating average force s and mome nts on the sound side from all tria ls an d s ubtracting fro m t he av erage fo rces a nd moments on the prosthetic side for all trials. The different techniques for forces and moments c ompared w ith s tep length stemmed from all tri als no t havi ng clean force plate hits from both sides of the body.
Walking speed, the EFLR, a nd p rosthetic ankle ROM were also analyzed. We determined the EFLR from the rollover shape [9] , whic h was calcula ted by transforming the center of pressure from the laboratory-based coordinate system into a c oordinate system formed by the three markers on the ankle plate. "Ankle" mo tion on the prosthetic side was calculated as the angle betwee n one vector extending from the ankle center to the kn ee center and another vector from the ankle center to the forefoot marker (Figure 1) . We chose this method instead of a method using a heel marker to reduce the effects of measurement error due to the heel of the foot slipping within the foot shell. This method produces angles that are shifted from those that wou ld be reported clinically. For e xample, a "neutral" ankle angle as reported clinically would be greater than 90° as measured in this study (Figure 1) . However, we chose this method for consistency between the experime ntal feet a nd to instead explore if the range of ankle motion was changed as forefoot flexibility increased to compare results w ith previous literature [5] [6] [7] .
Data were analyzed w ith s ix one-w ay repeated me asures analysis of variance (ANOVA) with n = 14 and a significance lev el of p = 0 .05 (o ne re peated me asures ANOVA for each of the six vari ables). For factors that were significantly different at  < 0.05, pairwise comparisons (paired t-tests) were made with the use of Bonferroni adjustments for mult iple comparisons. The s oftware automatically adjusted to  = 0.05 after the Bonferroni adjustments. The assumptions of repeated measures ANOVA are that the data are normally distributed and that they have sphericity (a term relat ing to equ al variances in different dimensions). Data were ch ecked for normality with the Shapiro-Wilk Test of Norma lity. Since we had a total of 5 foot conditions and 6 variab les, 30 data sets were tested for no rmality. W e us ed Mauchly's Test of Sphericity to examine the assumption of sphericity. If the data were normally distributed but the assumption of sphericity was violated, the Green house-Geisser correction factor was used. All statistical tests were performed with SPSS 16.0 (SPSS, Inc; Chicago, Illinois). Our approach to statistics is consistent with that described by Field [15] .
RESULTS
A t otal of 14 unilateral transtibial prosthesis users completed the study. The average age of the subjects was 53 ± 11 years (mean ± sta ndard deviation). The avera ge height was 170 ± 10 cm and the average ma ss was 86 ± 11 kg. Additional subject data are shown in 
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All subjects regu larly ambu lated without the use of assistive d evices and had at least 1 year of experience walking on a prosthetic limb. Thirty data sets are reported in this section for the five feet an d the six variables o f interest. All 30 data sets were found to be normally distributed, supporting the use of parametric statistical analysis. Results of statistical testing are outlined in Table 2 .
Walking speed was not significantly affected by flexibility ( p = 0.153). A main ef fect for step length dif ferences a cross the five fee t was found ( p = 0 .029); 0.21 ± 0.14 0.14 ± 0.12 0.12 ± 0.14 0.13 ± 0.14 0.13 ± 0. however, pairwise comparisons showed no significant differences between foot types. The increase in p rosthetic ankle ROM was as high as 3.3° with increased forefoot flexibility (p < 0.001), supporting hypothesis 1. Pairwise compariso ns indicated significant differences in all pairs except F3 an d F4, F3 an d F5, and F4 and F5. The roll-over shapes for the five experimental prosthetic feet for a repr esentative subject are shown in Figure 4 . The roll-over shapes suggest a reduction in the forefoot moment ar m with increasing flexibili ty. The increase in prosthetic EFLR wa s as high as 23 percent of the foot lengt h with decr easing forefoot fl exibility (p < 0.001), supporting hypothesis 2. Pairwise testin g indicated differences in all pairs except the least flexible (F4 and F5). Figure 5 shows VGRFs an d AMs for on e representative subject. The dif ferences in peak ankle flexion moments between the sound and prosthetic sides d ecreased as much as 0.53 Nm/kg as flexibility increased (p < 0.001), supporting hypothesis 3. Post ho c testing ind icated differences in all pairs except, again, the least flexible (F4 and F5) . Difference in first peaks of the VGRF were as much as 9 percent of body weight when prosthetic feet with different forefoot flexibilities were used (p = 0.001), supporting hypothesis 4. Pairwise comparisons indicated si gnificant differences between pairs F1 and F3 and F1 and F5.
DISCUSSION
Results of this study support the idea that solid-ankle prosthetic feet with overly flexible forefoot sections do not allow the GRF to progress forward sufficiently, leading to reduced effective foot lengths, reduced prosthetic ankle moments, and a drop-of f ef fect onto the sound limb. This drop-off leads to a noti ceable limp, which is undesirable for cosmetic reaso ns, an d may negatively affect sound limb hea lth ov er tim e. The dro p-off ef fect may also lead to increased oxygen c onsumption and/or increased demands of the mu scles controlling the knee joint. Further work is needed to explore these ideas.
Although the results of this study support our hypotheses, they also suggest that a relatively wide range of forefoot flexibilities may be used without seeing major effects on gait. For ex ample, no significant differences were se en in measured variables between the least flexible foot types (F4 and F5) and few differences were fo und between F3, F4, and F5. Lar ge differences in forefoot stif fness properties may have existed between prosthetic feet F1, F2, an d F3 and only small dif ferences between prosthetic feet F3, F4, and F5. The EFLR results support this idea, with larger differences between F1, F2, and F3 compared with the differences between F3, F4, and F5. The range of EFL R values for the feet used in this study (0.55-0.78) is similar to that found earlier for a sample of commercially ava ilable prosthetic feet (0.63-0.81) (see Hansen et al. [9] ).
In theory, the drop-of f ef fect co uld lead to redu ced step lengt hs on the sou nd sid e [8] . Ho wever, pairwise comparisons of step leng th dif ference did not in dicate significant differences in this measure between any of the prosthetic foot types.
Step length differences across subjects were highly variable. One potential explanation for inconsistent s tep length dif ferences c ould be the use of compensatory mechanisms to adapt to the different flexibilities. Modeling work by Sessoms showed that step length is a function of many v ariables and th at person s can easily ad apt to ke ep st ep lengths equal, even with shortened ef fective foot le ngths [16 ] . A trend to ward reduced so und limb step lengt hs was fo und earlier fo r prosthetic feet with reduced arc lengths [8] , but this trend also was not statistically significant.
The increase in prosthetic "ankle" ROM for feet with increased forefoot flexibility is highly logical and an expected result. However, the measurement was included in the study to allow comparison w ith results of earlier studies that found that high-profile carbon prosthetic feet allowing Figure 4 . Plot of roll-over shap es for five different feet (F1 -F5) used by one representative sub ject (norm alized by foo t length). Each roll-over shape re presents location of ce nter of pressure of grou nd reaction force, transformed into coor dinate system fixed to plate pa rallel to attachment surface of foot.
increased ankle ROM also led to decreased sound limb loading in persons with unilateral transtibial amputation [5] [6] . In contrast, the present study found increased sound limb loading whe n prosthet ic a nkle ROM incr eased whe n s ubjects used these solid-ankle feet. Th e high-profile carbon fiber foot used in previous studies included a prosthetic ankle-foot system with flexibility spanning from the socket to the end of the foot (a J-shaped carbon-fiber spring), while this study utilized experimental feet with rigid shanks and solid ankles, a factor potentially important to the dif ferent findings. W e believe that the EFLR (the forefoot lever arm) of the different feet is critical in determining sound limb loading. W hen this anterior l ever arm is shortened suf ficiently, a dropoff occurs, leading to incre ased loads on the contralateral side [8] [9] .
Prosthetic feet with e xcessive rigidity (beyond thos e studied here) may possibly in crease sound limb loading. The rocker-based inverted pendulum has been used by Gard and Childress to expla in verti cal excursions of the body during walking [17] . In reality, the rocker used by the body has a physical end that most likely affects the transition of load be tween feet. When rolling reac hes the end of the rocker, the model can be thou ght to change to a simple inverted pendulum about th e ro cker en d. The do wnward movement of a mass falling over a simple inverted pendulum is larger than the downward component of a mass on a rocker-based inverted pendulum (assuming similar lengths of th e p endulum "l egs"). This lar ger downward "falling" component of the mass could lead to the more forceful loading of the contralateral si de as observed in this study . In prosthetic feet with excessive rigidity, the GRF would still progress very qu ickly to th e end of the effective rocker , leading to a tipping mov ement and a po tential d rop-off effect. As an example, the data in Figure 5 suggest that prosthetic foot F3 provided the mos t balanced loading between limbs for this prosthes is user. The F3 prosthe tic foot was designed with a fo refoot fl exibility t hat most closely mimicked the effective rocker radius created by the nondisabled ankle-foot system during walking.
Although the first peaks of the VGRF were most symmetric when subjects used the prosthetic foot desig ned to match the ph ysiological ankle-fo ot roll-over shape (F3), subjects were still u nbalanced. Data from Table 2 show that the sound limb still expe rienced a first-peak VGRF that was 12 percent of body weight higher on average than the prosthetic limb . Data fro m an earlier study of the effects of arc length on gait in which subjects used a similar series of experimental feet also yielded asymmetries in limb loading [8] . The difference may relate to several factors, including a lack of active push-off from the prosthetic feet in late stance phase and/or reduced energy storage and return from the prosthetic feet in this study. The work of Kuo et al. suggests that push-off from the trailing limb can reduce the work ne eded fr om the leading limb [18] . The passive nature of the prosthetic feet tested and the lack of push-off may have increased the work required of the leading li mb, potentially accoun ting for the remaining asymmetry in first-peak VGRF. However, the prosthetic feet in this study more likely were not able to store and release the amount of ener gy requ ired to y ield symmetric VGRF between limbs. Prosthetic ankle-foot systems with flexible shanks, such as the Flex-Foot, may provide s ufficient arc length, flexibility, and energy storage and return needed to provide a more symmetric loading pattern between limbs. In fact, Snyder et al. reported first peaks of the VGRFs that were actuall y increased on th e prosthetic side comp ared with the so und side in persons with un ilateral tran stibial amputations using the Flex-Foot [6] . It is not clear if lowprofile ener gy storage an d retu rn feet can y ield similar results in loading symmetry.
One of th e l imitations of t his stud y was t he short accommodation time the subjec ts had with each prosthetic foot. The s tudy wa s designe d s o that a ll research occurred inside the labora tory, but if subjects were pe rmitted more accommodation tim e, they m ight h ave d isplayed different gait characteristics. A study using longer accommodation times could possibly show data relevant to long-term use of the different prosthetic foot designs.
In this study no exclus ion criteria were used related to the subject's everyday prosthesis. Some subjects could have regularly used prost hetic feet that were stif fer than those used in the study, and therefore these subjects were not as experienced walking on prosthetic feet that had a softer fo refoot. Th ese su bjects could h ave d isplayed a more asymmetric gait when walking on feet w ith greater flexibilities. Conversely, subjects that were habituated to walking on prosthetic feet w ith a more flexible forefoot may have exhibited a more asymmetric gait when walking on the feet that were stiffer.
Alignment was performed for each prosthetic foot used in the study. While keeping alignment constant would have provided a more standard ized methodological approach, it would not have accurately reflected clinical practice. When the prosthetist aligned each subject's current prosthetic foot to their usual socket, he or she may have made adjustments that mi nimized the e ffect of di fferences be tween the fe et. Earlier work suggests that prosth etists align prosthetic feet with dif ferent roll-over shapes toward a si ngle, perhaps "ideal," roll-over shape for the individual [19] . Qualitative assessments of adjustments made in this study support this idea, and quantitative assessments are ongoing to determine if the roll-over shapes of the various feet were "n ested" toward a single roll-over shape.
CONCLUSIONS
The solid-ankle prosthetic feet in this study with excessively flexible forefoot sections produced similar effects on gait of users with a unilateral transtibial prosthesis as prosthetic feet with short arc lengths. When prosthetic feet have excessively flexible forefoot sections, they provide s horter effective foot lengths, reducing ankle moments on the prosthetic side and leading to a "drop-off" effect when transitioning load from the prosthesis to the sound limb.
